Background-Optical coherence tomography (OCT) is a cross-sectional, high-resolution imaging modality that has been shown to accurately differentiate esophageal specialized intestinal metaplasia (SIM) from gastric cardia at the squamocolumnar junction (SCJ) and diagnose high-grade dysplasia and intramucosal carcinoma in patients with SIM. The clinical utility of OCT has been limited, however, by its inability to acquire images over large areas.
The pathogenesis of esophageal adenocarcinoma is thought to involve a stepwise progression from gastroesophageal reflux to specialized intestinal metaplasia (SIM) of the esophagus, lowgrade dysplasia (LGD), high-grade dysplasia (HGD), and finally adenocarcinoma. 1 Current management guidelines therefore promote screening individuals with GERD for esophageal SIM and regular surveillance of patients with SIM to increase the chances of detecting neoplasia early in the disease process. 2 Because endoscopy alone may not be sufficient to distinguish Barrett's esophagus (BE) from irregular z-lines or to identify dysplasia and intramucosal carcinoma (IMC), current guidelines include systematic, but unguided, biopsy, which is prone to significant sampling errors. [3] [4] [5] [6] The deficiencies of random biopsy are highlighted by the poor positive predictive value of endoscopic screening, estimated to be as low as 34%, 3 and by data demonstrating that many patients with BE diagnosed with HGD harbor occult adenocarcinoma else-where in the esophagus. 2, 7, 8 The limitations of the current random biopsy practice therefore suggests an important role for a method that can accurately and comprehensively evaluate the entire distal esophagus on the microscopic scale.
Optical coherence tomography (OCT) is a noncontact optical imaging modality that generates cross-sectional images of tissues with a resolution (<10 µm) comparable to that of low-power (4×) brightfield microscopy, which is sufficient for detecting microscopic tissue architecture. [9] [10] [11] [12] [13] [14] The potential of OCT for diagnosing SIM has been established with prospective studies showing sensitivities ranging from 81% to 97% and specificities from 57% to 92%. 15, 16 Dysplasia grading is also possible with this technology. Reported sensitivities for detecting HGD/IMC range from 54% to 83% with corresponding specificities of 72% to 75%. 17, 18 The potential of OCT for upper GI diagnosis has not been realized clinically, however, because of the point sampling nature of the technology, making it subject to the same sampling errors as random biopsy. A class of second-generation OCT instruments have recently been developed that may change this outlook. Among them, optical frequency domain imaging (OFDI) 19, 20 produces images that are identical to those obtained by OCT, but at a rate that is approximately 2 orders of magnitude faster. In combination with a recently developed balloon-centering optical catheter, 21 OFDI makes it possible to comprehensively image the entire distal esophagus in a time (<2 minutes, 50 µm pitch) that is acceptable for an endoscopic procedure. OFDI has been demonstrated previously in the esophagus of normal swine in vivo. 21 In this article, we present our first experience with this technique in human patients.
EXPERIMENTAL METHODS

Patient enrollment
Patients undergoing a routine EGD for screening and surveillance of BE at Massachusetts General Hospital were enrolled in this study from November 2006 to July 2007. The study exclusion criteria included all individuals with bleeding issues, with a known diagnosis of an esophageal or gastric mass, or patients under increased emotional stress. Potential study participants were sent a letter informing them of the study procedure before the day of the scheduled EGD. On the day of the scheduled EGD, patients were further informed about the study and if they expressed an interest in participating, informed consent was obtained (28%). The study protocol and consent process were approved by the Partners Internal Review Board (Institutional Review Board No. 2006-P-00203).
OFDI and balloon centering optical catheter
The technical details of the OFDI imaging system and balloon catheter have been described previously. [19] [20] [21] [22] The balloon catheter had an inflated diameter of 25 mm, an overall inflated length of 7 cm, and additionally contained a rapid exchange guidewire provision at its most distal aspect (Fig. 1A) . Supporting structures were added to the proximal end of the balloon to stabilize the inner sheath within the inflated balloon (Fig. 1A) . Helical scanning of the distal optics through the length of the balloon was accomplished by the use of an optical rotary junction and pull-back device, fabricated in our laboratory (Fig. 1B) . The OFDI system constructed for the purpose of this study was capable of acquiring, processing, and displaying image data at a sustained A-line rate of 40 kHz, corresponding to a complete esophageal crosssectional imaging speed of 9.8 frames/second (frame size: 2048 [r] × 4096 [φ]). With these specifications, volumetric microscopy data from 6-cm (z) lengths of the distal esophagus were obtained in 2 minutes, with image resolutions of 20 µm (φ) × 8 µm (r) × 50 µm (z). During imaging, all raw data was continuously stored in a RAID high-speed data storage device (Signatec Inc, Newport Beach, Calif) while a subset of data was periodically (approximately 4 frames/second) processed, circularized, and displayed in real time for immediate visualization by the physician and research team. Additionally, encoder signals from the rotary junction and pull-back device motors were simultaneously recorded to archive the circumferential and longitudinal location of the sampling location throughout the helical scan. The raw data for a typical volumetric OFDI data set, scanned over an esophageal length of 6 cm, comprised 38 GB.
During the process of developing the system and catheter described above, patients (n = 32) were imaged as the system and catheter were being refined and before the designs were fixed. The OFDI imaging system used in these preliminary studies acquired images at an A-line rate of 5 kHz, corresponding to 1.4 frames/second (frame size: 1920 [r] × 3460 [φ]). In the results section, we show data from these early systems that are clinically relevant ( Figs. 2A and 2B ). Statistics on imaging efficacy are only presented from cases (n = 12) that were imaged with the final system and catheter.
Imaging procedure
An upper endoscopy was performed on each of the study participants. Throughout the procedure, the patient's blood pressure, pulse, and oxygen saturation were monitored continuously. The distance to the squamocolumnar junction (SCJ) was measured with the endoscope to determine the insertion length for the OFDI imaging catheter. After endoscopic evaluation and digitization of representative videoendoscopic images, a guidewire was passed through the auxiliary endoscope channel into the stomach. The endoscope was with-drawn, the balloon catheter was advanced along the guidewire to the SCJ, and the guidewire was removed. The balloon was then inflated and an initial scout scan, obtained by acquiring crosssectional images at the distal and proximal aspects of the balloon, was performed to ensure correct balloon placement. If OFDI images of stomach and squamous mucosa were not observed in the distal and proximal scout scans, respectively, the balloon was deflated and repositioned until correct placement was confirmed. The optical rotary junction and pullback were then initialized, and helical cross-sectional images were obtained over an esophageal length of up to 6.5 cm.
Biopsy acquisition
At completion of the image acquisition, the OFDI balloon catheter was deflated and removed from the patient. Biopsy specimens were subsequently obtained at the gastroesophageal junction. For patients with endoscopically apparent SIM, random 4-quadrant biopsy specimens were obtained at 2-cm intervals, as per the standard of care. Specimens were processed in the usual manner. Histopathologic diagnoses were rendered by the GI pathologists in the Massachusetts General Hospital pathology department.
Image processing and interpretation
After the procedure all images were reconstructed with radial and circumferential coordinates displayed in rectangular format from the raw OFDI data. To obtain longitudinal sections and 3-dimentional representations of the data sets, the individual frames were registered to the rotary junction and pullback motor encoder data. Additionally, the images were aligned with use of a snake algorithm 23 so that the surface of the balloon appeared at a constant distance from the imaging optics. Longitudinal images and 3-dimensional representations were prepared with ImageJ 1.38w (National Institute of Health, Bethesda, Md) and Osirix 2.75 (University Hospital of Geneva, Geneva, Switzerland) software, respectively. Images are displayed by use of an inverse gray-scale lookup table. For purposes of display only, to conform to figure size constraints, the radial and circumferential coordinates are not displayed on the same scale for figures depicting entire circumferential cross-sections. An experienced OFDI reader (G. J. T) evaluated the volumetric data sets obtained from each study participant and rendered a diagnosis on the basis of previously defined and validated criteria ( Table 1) for diagnosis of esophageal conditions. 15, 16, 18 In this study, the biopsy sites could not be precisely registered to the OFDI volume data sets because the OFDI images were acquired before the biopsy procedure. Therefore, for display purposes, representative OFDI sections were chosen that corresponded to the histopathologic diagnoses or the appearance of the histopathologic slides at low-power magnification.
Capsule Summary
What is already known on this topic
• Optical frequency domain imaging (OFDI) produces images that are identical to those obtained by optical coherence tomography, but at a faster rate.
What this study adds to our knowledge • In 10 of 12 patients undergoing routine EGD, comprehensive microscopy of the distal esophagus was successfully performed without complication by using the OFDI system and a balloon optical catheter.
• Volumetric data sets were acquired in less than 2 minutes.
RESULTS
A total of 12 patients were enrolled in the study after the system and balloon catheter designs were fixed. OFDI imaging was successfully conducted in 10 patients. Imaging was not successful in 2 of the patients because of an imaging system malfunction. The average length of pullback was 5.70cm ± 0.97 cm (SD). Of the 10 cases in which OFDI imaging was performed, the SCJ was completely visualized in 8 (80%) cases. In 2 (20%) cases, only a small segment of the SCJ was visible because of improper positioning and movement of the balloon catheter on inflation. A loss of evaluatable image data in individual frames resulted from inadequate contact of the balloon catheter or from the presence of mucus. These artifacts were observed, on average, in 0.37% ± 0.79% (SD) of the total tubular esophageal surface area per patient. Study participation, including insertion and inflation of the OFDI balloon catheter, OFDI imaging, and removal of the catheter, added less than 8 minutes (~4 minutes on average) to the length of time required for the EGD procedure. Figure 2 depicts cross-sectional images that satisfy the OCT criteria for normal esophagus and cardia. 15 Figures 2A and 2B were obtained from an 87-year-old female patient with a history of GERD, and Figures 2C and 2D were obtained from a 61-year-old man with mild dysphagia. The layered architecture of normal squamous mucosa ( Figs. 2A and 2B ) can be clearly identified. In contrast to previous work that was conducted with a noncontact probe, images acquired with the balloon-centering catheter show the lamina propria and muscularis mucosa as one single backscattering layer (Fig. 2B) . Images of cardia demonstrated the broad, regular architecture, ''pit and crypt'' appearance, high superficial reflectivity, and decreased image penetration (Figs. 2C and 2D) seen in prior work. 15 
Normal esophagus and cardia
Ulcerated squamous mucosa
Endoscopy, OFDI, and histologic images taken from a 43-year-old woman with no history of BE are shown in Figure 3 . During endoscopy (Fig. 3A) it was apparent that the squamous mucosa was highly irregular. OFDI images revealed that there were no signs of SIM; however, the superficial layers of the squamous epithelium were clearly eroded (Fig. 3C, arrow) . The histologic findings (Fig. 3B) were consistent with the OFDI results, demonstrating inflamed squamoglandular junctional mucosa with reflux esophagitis and erosion but no signs of SIM.
Specialized intestinal metaplasia
The images in Figure 4 were obtained from a 62-yearold male patient with a history of BE. On endoscopic examination, the patient had an irregular appearing SCJ (Fig. 4A) . Biopsy results confirmed SIM without evidence of dysplasia (Fig. 4B) . A transverse cross-sectional OFDI image (Fig. 4C ) obtained at the SCJ shows regions of both squamous epithelium (Fig. 4C , red arrow, and Fig. 4D ) and areas that lacked both squamous and cardiac architecture and that exhibited heterogeneous backscattering and an irregular surface, suggestive of SIM (Fig. 4C , blue arrows, and Fig. 4E ). Likewise, a longitudinal image spanning the entire 5.05 cm acquisition length demonstrates an abrupt transition from the squamous mucosa to a region that is consistent with SIM (arrow, Fig. 4F ). The longitudinal extent of the BE segment was found to be approximately 7 mm. The lamina propria and submucosa of the squamous epithelium appear jagged in the longitudinal image, likely from motion artifacts caused by peristalsis. Figure 5 demonstrates endoscopic, OFDI, and histology images obtained from a 56-year-old woman with an irregular SCJ. A fly-through view of the maximum intensity projection (MIP) 24 of the entire OFDI data set, shown in Figure 5B , highlights the irregular SCJ. A crosssectional OFDI image acquired at the SCJ shows a segment of squamous mucosa interspersed with OFDI-apparent SIM (Fig. 5C ). The longitudinal reconstruction (Fig. 5E) indicates that the length of the BE segment is 12 mm. The pathology results from a biopsy specimen obtained at the SCJ (Fig. 5D) showed only squamoglandular junctional mucosa with chronic inflammation and no signs of SIM. The discrepancy between OFDI and biopsy results in this case could be due to biopsy sampling error or misdiagnosis of the OFDI images. 15 
Dysplasia
Like the modified Haggitt criteria for histopathologic scoring of dysplasia in esophageal SIM, 25 poor surface maturation and irregular gland architecture have also been demonstrated to provide a basis for grading dysplasia in OCT. 18 Figure 6 was obtained from a 45-year-old man with a previous history of BE and focal HGD. A 2-cm BE segment was noted during endoscopy (Fig. 6A) . Examination of the OFDI data set revealed regions consistent with squamous mucosa, SIM, LGD, and HGD (Fig. 6C) . OFDI evidence of SIM without dysplasia can be seen in an expanded portion of the cross-sectional image (Fig. 6D) , where good surface maturation is seen, with the surface reflectivity being lower than that of the subsurface. 18 Conversely, the segment of mucosa in Figure 6E is indicative of SIM with LGD and HGD. Figure 6E demonstrates poor surface maturation, manifested by high backscattering at the surface, 18 and the presence of dilated and mildly distorted glands and ducts in the mucosa. Histopathologic findings from a biopsy specimen obtained at this esophageal level showed glandular mucosa with SIM, acute inflammation, and focal epithelial atypia consistent with HGD.
DISCUSSION
Our initial experience with balloon catheter-based OFDI indicates that comprehensive imaging of the microscopic architecture of the distal esophagus is feasible and safe. Furthermore, our results suggest that comprehensive OFDI may enable the visualization of disease that cannot be seen by endoscopy and subsequent biopsy. By screening the distal esophagus to identify suspect regions that contain disease that cannot be recognized by videoendoscopy, this technology may be used to guide biopsy and minimize sampling error associated with the random biopsy technique.
However, to realize the potential of this technology, additional research must be conducted to improve our understanding of the images. In this article, we have attempted to interpret our OFDI images by using criteria developed from OCT images obtained with a noncontact linearly scanning probe. 9 When in contact with the esophageal wall, the balloon catheter necessarily compressed the mucosa, making it difficult to visualize surface topology, which is one feature that has been used to diagnose SIM. 15 Furthermore, studies conducted to investigate the effects of compression on OCT images have shown that the images change significantly with increasing pressure. 26 The degree to which mucosal compression by the balloon affects the accuracy of previously developed OCT diagnostic criteria applied to OFDI images is unknown. Finally, we currently do not understand the intraobserver or interobserver diagnostic variability for balloon-OFDI imaging, and we do not have information on the reproducibility of the findings.
A study to compare balloon-based OFDI and histopathologic diagnoses would be valuable for answering these questions. In our current study, we were not able to obtain a one-to-one correlation of OFDI data with histopathologic diagnoses because we could not register the 3-dimensional data set with the biopsy location. A possible solution to this problem would be to reimage the esophagus after biopsy. After coregistration of the two OFDI volumes, the biopsy locations seen on the second data set could then be used to identify the image regions in the first data set that correspond to the biopsy sites. Difficulties with this approach include the presence of blood, which could attenuate the optical signal and the additional time required for the experimental procedure. Another possibility is some form of esophageal marking applied when images of interest are identified after the OFDI scan and while the balloon is still in place. Biopsy specimens could then be acquired at the marked location after withdrawal of the balloon. Adequate targeting can be evaluated by performing OFDI of the biopsy specimen to ensure that it contains the same images that were obtained in vivo. Development of such a technique would also be beneficial clinically because it would provide the foundation for a guided biopsy platform.
Other artifacts such as poor balloon contact with the esophagus and peristalsis affected image quality. In some individuals, especially those with large hiatal hernias, tissue contact with the balloon surface was not maintained throughout the full 360-degree, ~6-cm imaging window. Although OFDI does not require a transducing medium, mucus and blood between the balloon surface and the esophageal wall sometimes decreased the OFDI signal, reducing the clarity of the images. Future development of a catheter with a variable inflation diameter could provide adequate tissue contact while minimizing excessive tissue compression. Peristalsis made it difficult to reconstruct longitudinal data sets with fidelity because the balloon typically oscillated along the longitudinal extent of the esophagus. Increased imaging speed 27 and proper contact between the balloon and the esophageal wall could minimize this artifact.
Although comprehensive evaluation of the entire distal esophagus with the OFDI ballooncatheter holds the promise of reducing the sampling error associated with BE screening and surveillance, it introduces challenges associated with the manipulation, assessment, and storage of very large digital data files. In our study, storage requirements approached 40 GB for a single volumetric pullback. Additionally, because a single 6-cm pullback contains approximately 1200 cross-sectional images, where each un-compressed image spanned a dimension of 7168 × 7168 pixels (49 MB per image), rigorous assessment and interpretation of the acquired data were time consuming and laborious. The development of automated or semiautomated computer-aided detection and diagnostic algorithms will therefore be a high priority for future research. One possibility is that the entire volume will be scanned with OFDI, and through the use of pattern recognition algorithms, the computer will automatically select subsets of the volume data set that are most likely to contain the severest disease. These subsets will then be presented to the physician in 2-or 3-dimensional image format. Such algorithms would significantly decrease the time required to evaluate the OFDI data sets, facilitating diagnosis in the endoscopy suite at the time of the procedure.
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LGD, low-grade dysplasia; IMC, intramucosal carcinoma; MIP, maximum intensity projection; OCT, optical coherence tomography; OFDI, optical frequency domain imaging; SCJ, squamocolumnar junction; SIM, specialized intestinal metaplasia. A, Balloon catheter with proximal stabilization device and distal rapid guidewire exchange provision. The balloon acts to dilate the esophageal lumen and center the inner optical core. The inflation diameter of the balloon is 25 mm and the imaging window is 6.5 cm. The inner optical core (1 mm in diameter) is contained inside a sheath that allows the core to move (rotate and translate) independently of the balloon catheter. B, Optical rotary junction mounted on the pullback tray and connected to the proximal portion of the imaging catheter. Barrett's esophagus with dysplasia. A, Videoendoscopic image reveals a patchy ucosa consistent with SIM. B, Histopathologic image of the biopsy specimen taken from the SCJ demonstrates intestinal metaplasia and low-grade dysplasia (H&E, orig. mag. ×2). C, Crosssectional OFDI image demonstrating regions consistent with SIM without dysplasia (blue arrow) and SIM with HGD (black arrow). D, Expanded view of C taken from the region denoted by the blue arrow in C, demonstrating good surface maturation (arrowheads), which is consistent with SIM without dysplasia. E, Expanded view of C taken from the region denoted by the black arrow in C, demonstrating features consistent with HGD, including poor surface maturation (black arrowheads) and the presence of dilated glands (red arrowheads) in the mucosa. F, A longitudinal slice highlights the transition from gastric cardia, through a 9-mm segment of SIM and finally into squamous mucosa. Scale bars and tick marks represent 1 mm. 
